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PURPOSE 

i .  Determine rating curves, head losses due to meters, and installa- 
tion limitations. 

2. Compare the Hydraulic Laboratory test results with information 
given ir~ the booklet published in 1928 by the Fresno Irrigation District and 
titled "Methods and Devices Used in the Measurement and Re ation of 
Flow to Service Ditches, Together with Tables for Field UseIqabbreviated 
edition, pages 26 to 39, inclusive. 

CONCLUSIONS 

1. The meter rating curves based on the laboratory tests agree closely 
with the rating curves in the Fresno publication (Figure 5). 

2. Head losses through these meters, which contain sudden enlarge- 
ments, are  high. The head lo s s  can be reduced by forming a gradual expan- 
sion from the throat of each meter to the inside diameter of the concrete 
pipe (Figures 6B and 7). 

3. A pipe outlet must have the submergence given in the following table 
to insure a water surface in the downstream measuring well when the head 
difference (AH) in the measuring wells is 18 inches. 

Minimum submergerlce above 
Meter size Discharge cfs Location of down- pipe center in inches 

inches for H x 18" ~tnXUn well tap Hyd Lab r'resno publication 

8 1.73 Top of pipe 17.4 -- 
10 2.50 Top of pipe 19.9 -- 
1 2  3. 68 Side of pipe 11.3 11-1/8 
18 8.52 Side of pipe 10.6 14-3/4 



I and the submergencerequired for various discharges a r e  shown on Figure 8. 

4 .  The variation in the ratio of pipe inside diameter to throat diameter 
(ratio designated a s  '3) results in'different calibration curves for meters of 
the same nominal size. This is an undesirable feature. 

5 .  If a single calibration curve applicable to all meters of a given size 
is desired, forms which will give a constant ratio of pipe inside diameter to 

1 throat diameter will have to be used. 
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INTRODUCTION 

The Bureau of Reclamation in recent years initiated a program for 
the development and standardization of various water-measuring devices. 
Among the devices investigated for feasibility, flow characteristics, and 
operational limitations was the concrete flowmeter used by the Fresno Irri- 
gation District, Fresno, California. 

The Fresno meter consists of a standard length of concrete pipe into 
which has been formed 2 circular throat section to give a reduction i~ cross- 
sectional a r e a  so that the principle of the venturi meter is applicable for the 
measurement of flow. The cylindrical throat section and the conical approach 
immediately upstream a re  cast by means of metal forms into standard pipe 
(Figure 1). The difference in static head taken one diameter upstream of the 
conical approach and 2 inches downstream of the throat section is the differ- 
ential head (AH) across  the meter. The publication by the Fresno Irrigation 
District shows the static head taps located on the side of the pipe for the 12- 
to 24-inch diameter meters and on the top of the pipe for the 8- and 10-inch 
diameter meters.  The meters a re  avajlable in 8-, lo-, 12-, 14-, 16-, 18-, 
20-, and 24-inch sizes.  

e' 
INVESTIGATION 

The Laboratory Installation 

The test installation used for the investigation in the Hydraulic Lab- 
oratory is shown an Figure 2. The flow was provided by a *12-inch centrifugal 
pump and measured by volumetrically calibrated venturi meters. Fo r  the 
four sizes of Fresno meters tested, two or more sections of concrete pipe 



of a rkpres eniative velocity distribution for concrete pipe. The joint between 
the steel pipe and concrete pipe wassmade watertight by f irst  passing the con- 
crete pipe through a diamond saw to get a smooth surface, then greasing the 

8' surface and holding it  tight against a steel  pipe flange by six tie rods to a 
similar flange at the opposite end of the concrete section (Figure 3). Pr ior  
to installing the concrete pipe, all rough edges were smoothed and recessions 

w grouted. A static head tap was installed in the steel pipe at 5 diameters down- 
stream from the metering section in order that the head loss due to the meter 
could be computed. A tailbox with a tailgate was installed on the outlet of the 
installation to control the elevation of <;lo hydraulic grade line. This outlet 
arrangement permitted the' determination of the subr:iergence requirements 
of the meter. 

Test Results 

C acities. --Logarithmic plots of differential head (AH) versus dis- 
charge w-for the four meters (Figure 5). Pr io r  to establishing the 
curve which would average these data, the coefficient of discharge for each 
plotted point was computed from the following relationship which can be de- 
rived from Bernoulli's equation applied immediately upstream of the meter 
throat and in the meter throat: 

Cd = Q~KZ 
A ~ A Z V ~  

where 

Cd = coefficient of d.kscharge 

Q = discharge, cfs 

A1 = flow area  of meter pipe, ft2 

A2 = flow a rea  of meter throat, ft2 

g = gravitational force, 32.2 ft/sec2 

A H  = differential head across meter, ft 

v A plot of Cd versus the throat velocity is shown on Figure 4. 
Using the average value for Cd at a particular velocity o r  discharge, the 
curve was then established on the logarithmic plot, Figure 5. The equation 

V of the curve for each meter tested is given on this figure. Previously in this 
report it was stated that any variation of the ratio R, Dl ,was an undesirable - 

D2. characteristic. For example, in the equation for the 8-mch meter: 



A2, and g, thus: 

K = AlA2 VZT 

Any variation in R will change the value of K, making i t  necessary to pre-  
pa re  another rating curve for a meter  of the same  nominal s ize but with 
slightly different value for R. 

Head Losses. --The head loss  due to each meter  was computed (Fig- 
u re  7).  To evaluate this head loss ,  the difference in static head at points P1 
and P3, Figure 2, was determined and'from this value was deducted the fric- 
tion loss in the pipe downstream of the metering section to the P3 station. 
The friction loss was determined using the Darcy equation, 

1 v2 H L = f -  - 
d 2g 

with the applicable values of "f" taken from King's Handbook of Hydraulics, 
1939 edition Since the resulting value of head loss  was high, ways to  de- 
crease  this head loss  were considered. A gradual expansion was formed on 
the 18-inch meter  by placing concrete downstream of the throat section for 
a distance of 1 foot (Figure 6B). The lower head loss resulting from this 
gradual expansion ra ther  than a sudden enlargement is shown on Figure 7. 

Downstream submergence. --With insufficient submergence on the 
outlet of -J turnout i t  is possible not to have a measurable water surface i n  
the downstream well. The tailgate on the tailbox of the laboratory installa- 
tion was used to determine the amount of submergence necessarny t~ maintain 
a water surface at the downstream tap a s  noted on Figure 8. The submer-  
gence varies with the different mete r  s izes because of the location of the well 
taps. In the 8- and 10-inch meters  the taps were  on the top while in  the 12- 
and 18-inch s izes  the taps were on the sides. An examination of the figure 
shows an intersection of the 8s and 10-inch submergence curves in the lower 
flow range. This intersection resul ts  when the curves a r e  passed through 
zero discharge. At ze ro  discharge, the distance from the pipe center to 
the top of the piezometer usad in these tests  is greater  for  the 10-inch meter  
than for the 8-inch. This  does not occur on the 12- and 18-inch meters  since 
the measuring taps are located on the side of the pipe. 

If the static p ressure  shown on Figure 8 does 11ot give sufficient depth 
in the measuring well for certain recording devices such as a hook gage, the 
submergence must be increased over that shown. 

The pipe outlet should flow full to have the meters  operate a s  intended 
On the 12- and 18-inch meters,  with the well taps on the side of the pipe, i t  
was possible to have a positive p ressure  a t  the tap6 -and yet have the pipe not 
flowing full. 



Figure 1 
Report Hyd. 340 

(A. ) Looking Upstream 

(B.) Looking Downstream 
TESTS OF H?ZESNO IRRIGATION FLOWMETERS 

18-Inch Fresno Meter 





Figure 3 
eport Hyd. 340 

(A. ) 18-inch meter 

(B . )  Plastic measuring wells (laboratory use only) 
used for all meters tested. 

TESTS OF FRESNO IRRIGATION FLOWMETERS 
Laboratory installation 





o - Dischorge,c.f.s. 

Cd- Coeff ic ient  of discharge. 

A , -  A:eo o f  s e c t i o n  a t  DI-ft? 

A2- Area of s e c t i o n  o t  Dz-ft.' 

g  - G r o v ~ t o t l o n a l  force,  32.2 ftJsec.2 

AH- Di f fe ren t ia l  Heod  across meter- f t .  
DI 

R - Rotlo of pipe dio. to th roa t  dia. - 
A ,  A,*' Dz K - Constant for  meter, .-- 

"a:-A: 

N O T E  
Doshed l i n e s  r e - r e s e n t  the  d o t o  c o n t a i n e d  i n  t h e  

p u b l i c a t i o n ,  by F r e s n o  I r r i g a t i o n  D is t r i c t , t i t l ed  
" ~ e t h o d s  ond Devices used i n  t h e  Measurementand 
Regu la t ion  o f  t h e  Flow t o  S e r v i c e  Ditches,Together 
w i th  Tables f o r  F i e l d  Use," Poge ?6 to  39,1928. 
Da ta  for  the  8 and  10- inch m e t e r s  w a s t o k e n  f rom 
Table X ,  Poge 33. Da ta  f o r  the  1 2 o n d  18-inchmeters 
was t o k e n  f r o m  Table lx,Page 31. P l o t t e d  p o i n t s  
represen t  t h e  data  o f  t h e  Bureau's Hydraulic 
i o  b o r a t o r y .  

T E S T S  OF F R E S N O  I R R I G A T I O N  F L O W M E T E R S  
R A T I N G  C U R V E S  8,10,12 A N D  1 8 - I N C H  METERS 

~ - 4  



Figure 6 
Report Hyd. 34 

(A. ) Original metering section 

(B.  ) After  gradual expansion was added 
TESTS OF FRESNO IRRIGATION FLOWMETERS 

Head Loss Study--18 Inch M e t e r  
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% \  T E S T S  OF FRESMB IRRIGAT ION F L O W M E T E R S  
H E A D  LOSS C U R V E S  




